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HEMORANDUY POR THE RECORD
25X1A
SUBJECT: Maintensnce of| |Chip Comnmrator

25X1A 1. On February 8, 1966] | 2 representative of | | 25X1A
Inc. verformed the fallowinz maintenance on the Chip Comparator (Lose
Serieal number 1) in IAD.

&. Increased the output of the hizgh voltage cireuit for both
the X mnd ¥ axis.

b. Replaced a printed c¢ireuit boerd in the X axis clrcult.

e, Adjusted the D.C. level of interferometer output signals
for both axis.

25X1A 4. Adjusted :l Trigger eircuits for hoth axis,

25X1A 2, | | was questioned as to why the[ | Triager circuits 25X 1A
had to be mdjusted frequently. Ee explained this problem could be caused
“w change in ambient rocm temperature or line voltage fluctustion, but hadn't
experienced tihis vproblem at other | [installaticns. 25X 1A

3. EPP will meintain a record of all drift problema. Included in
this regord will be the exis sffected, sny room temperature chsnge, and the
smount snd dirsetion of adjusitment nesded to correct the nroblen. When
enough dasta hasz been collectad to warrent investigation of this problem,

the malfunetion record will be sent to| [for action. : 25/,X1 A
E {
4, A voltage regulator has been supplied by | [to ve 25X1A
used {7 the drifting vroblen is suspected to be casused by llne voltage
fluetuation.

5. A daily test will be performed hy IAD to deternine vhesther the
equipment is werking correctly.
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